Plasma EBV DNA test results had high test-retest reliability, with intraclass correlation coefficient (ICC) > 0.95. Each dot represents one individual and DNA extraction duplicates from 6 individuals were analysed. (B) Minimal change in plasma EBV DNA load was observed within six hours of blood sampling to plasma processing time in room temperature. Each line represents one individual and each data point represents an EBV DNA test result from a plasma sample processed at the specified duration. (C) Anti-EBV antibodies test results had ICC ranging from 0.837 to 0.998. Each data point represents one individual and duplicates of plasma aliquots from 43 to 44 individuals were analysed. Samples with undetectable plasma BamHI-W 76bp and plasma EBNA1 99bp were arbitrarily set as 0.001 copy/mL. CI, confidence interval.
